Air lonizer Verification Record

lonizer Verification Sequence Number: 0% - 05

j WORKING STANDARD USED -

[ AssatISO & | Manufacturer. | Model: Serial No | Calibration Date: | Calibration Due: ]I Calibration By: |
| | | |

A5 | Tow T nLs | c.jrqfé? ! el g/ﬁf | JPL
AIR IONIZER INFORMATION

| Asset/ISO & Manufacturer Madel: | Serial Ma. Verificatian Date: Verification Due: Verification By:

. entEs ‘ SIHLo Aerodit 0C | 33676700 | 5-2.08 | N-t-08 | @ |
i In?actnr: [ Location: Crwner. | Fail: YN ? Cleaned Y/N 7 | Adjusted: Y/N ? |[ Prior Sequence# |
MUl Dp | 306/ ool | vA |

| : VERIFICATION DATA

HEM Sensitivity Level: Z0 (fram Table 1)

Fan controller setting: _Mm (High, Low, NA)

F
i
Distance of ionizer from the charge plate: ZQ;

Measured Float Potential values recorded below.

lenizer Float Potential Tolerance £ Fﬂ Vide. (from Table 1)

| 7 | 3 3 4 ~ 5 Comments:
| (7 |\Vde 0 Vide. | 0 Vde. 5" Wdc 6 Vdc.

| St

| lonizer Discharge Voltage Range: + 1000 Vde to<x_ 7 Byde (from Table 1)

| lonizer ischarge Time Tolerance; <é'ﬂ seconds. (from Table 1)

I Measured Discharge Time in second(s) and recorded values below.

1 (+1000 to +Vdc)

Z(+1000 1o +Vdc) | 3 (+1000 to +Vdc) | 4 (+1000 to +Vdc)

5(+1000 to +Vde) | Comments.

|
sec

|

| g9 'l sec | 92_ sec t %9 sec Qg sec 9. g

['i‘r-taau to -Vde) | 2 (-1000 to -Vdc) | 3(-100010 -Vdc) 4 (-1000 to -Vdc) | 5 (-1000 to -Vde) Comments:

|_ 2.9 sa{:‘ 12. 9 sac! 137 sec 3.9 sea;il 4.0 ¥ |

"'Record any corrective action required to restored ionizer operation (cleaning, adjustment, replacement, etc ) '

If lonizer was replaced, indicate below the identification of replacement.

| AssetSO # Manufacturer:

| Sequence number for verification of replacement lonizer;

' Record inspection schedule and rational for that schedule.

Model:

Serial No.: i
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